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1.  Introduce  ion 

This  report  summarizes  work  performed  for  the  Port  Monmouth  Procure¬ 
ment  Office  of  the  United  States  Army  under  Contract  DAAK20-79-C-OOI 2 . 
The  work  was  directed  at  studies  of  the  absorption  processes  for  light 
in  LiK  and  their  applicability  to  construction  of  miniature,  light¬ 
weight  dosimetric  system.  The  material  chosen,  LiK,  exhibits  narrow 
band  optical  absorption  subsequent  to  irradiation  with  gaum a  rays. 
Several  absorption  bands  are  present  in  the  range  240  to  550  nm.  Of 
these  the  most  significant  are  those  occurring  at  240  and  440  nm.  The 
absorption  bands  are  extremely  stable  with  time  and  temperature  and 
could  form  the  basis  for  a  reliable,  stable  gaiiina  ray  dosimeter  system 
if  sensitivity  could  be  achieved  through  appropriate  combinations  of 
electronic  and  physical  design. 

2.  Theory  of  Operation 

Figure  2.0  shows  an  absorption  spectrum  for  pure  LiK  which  has  been 
it  radiated  to  a  sufficient  level  to  make  all  the  absorption  bands 
obvious  when  examined  using  a  spectrophotometer.  The  bands,  identi¬ 
fied  from  order  of  greatest  height  to  smallest  are  F,  M,  R,  and  N 
bands  as  classically  named  in  the  spectroscopic  literature.  They 
occur  at  240,  440,  370,  and  550  nm  respectively.  In  order  to  form  a 
measuring  system,  it  is  necessary  to  fabricate  devices  having  a 
sufficient  length  to  yield  statistically  valid  measurements  at  the 
minimum  detectable  gamma  ray  exposure.  In  the  case  of  carefully 
designed  measuring  systems  which  determine  transmitted  light  compared 
to  a  reference  sample,  this  criterion  reduces  to  a’  ^ut  0.1  percent 
changes  in  transmitted  light. 

Absorption  coefficients  induced  by  irradiation  for  the  two  dominant 
absorption  bands  are: 

5.1  x  10“5  per  ra<j  for  td)e  F  band 

1.1  x  10-6  per  rad  for  the  M  band 

Engineering  an  electronic  system  to  measure  absorption  at  440  nm  is 
clearly  less  challenging  than  the  comparable  task  defined  for  240  nm 
and,  as  a  result,  emphasis  has  been  placed  on  forming  compact  samples 
in  the  range  20  to  100  cm  long. 

3 . 0  Mater i a  1  Development 

3.1  Initial  F. xt  rus  ions 

A  1-inch  diameter  cavity  was  machined  from  Inconel  750  and  fitted  with 
a  .015  inch  diameter  aperture  plate.  Extrusions  were  made  at  a 
temperature  of  750*C  at  a  rate  of  approximately  linm  per  second.  The 


starting  material  for  the  extrusion  was  coarsely  ground,  single 
crystal,  LiF.  The  product  fibers  were  brittle  --  allowing  little 
bending  before  breaking  --  and  did  not  appear  to  transmit  light  well. 
A  second  extrusion  was  performed  using  a  lmm  diameter  aperture.  The 
product  was  relatively  rigid  and  passed  only  small  amounts  of  light. 
These  dies  and  apertures  were  abandoned  in  favor  of  methods  which 
might  yield  a  better  surface  on  the  fiber. 

3.2  Diamond  Aperture  Extrusions 


An  aperture  plate  was  procured  which  provided  a  1  inn  diameter  aperture 
laser  polished  in  diamond.  The  aperture  plate  was  used  to  extrude 
approximately  50  feet  of  fiber  at  temperatures  of  730  and  S00°C.  The 
product  appeared  to  have  a  smooth  finish  and  visibly  conducted  light 
through  parts  10  to  20  cm  in  length.  This  product  was  deemed  suf¬ 
ficient  for  experimental  purposes. 

3.3  Initial  Bending 

Tn  an  initial  attempt  to  evaluate  the  ability  of  the  fibers  to  with¬ 
stand  bending,  short  lengths  of  the  fiber  were  heated  on  a  laboratory 
hot  plate  to  temperatures  near  400°C.  Parts  were  found  to  withstand 
bending  to  radii  of  a  few  centimeters  when  pushed  softly  with  warm 
handling  tools. 

3 . 4  Final  Bendin g  Method 

In  order  to  wind  lengths  of  the  fiber  into  cyl indrical  coils,  a 
furnace  was  constructed  which  provided  a  clock  motor  driven  mandrel. 
The  motor  operated  at  approximately  1  rpm  while  the  furnace  was 
operated  at  450°C.  Fibers  were  easily  wound  onto  prepared  mandrels, 
but  inevitably  broke  when  cooled  on  the  mandrel. 

In  order  to  recover  the  finished  coil  without  breaking,  parts  were 
finally  close  wound  onto  a  smooth,  stainless  steel  mandrel.  The  part 
was  then  manually  pushed  off  the  mandrel  onto  a  thermally  insulating 
surface  for  cooling.  A  total  of  six  parts  having  length  of  up  to  55 
cm  were  fabricated.  A  photograph  of  typical  parts  is  shown  in  Figure 
3.4. 

3.5  Encapsulation  Method 

In  order  to  provide  optical  isolation  of  the  input  end  from  th  it 

end  of  the  fiber,  fibers  were  first  painted  witli  Nuclear  Enter; , 
titanium  dioxide  crystal  paint  and  then  encapsulated  in  black  Eccobi.  J 
epoxy.  Two  coiled  and  two  straight  parts  were  encapsulated.  Sketches 
of  the  long  and  coiled  encapsulations  are  shown  in  Figures  3.51  and 
3.52,  respectively. 

3 . 6  Sin g 1 c  Cry stal  Samples 

Two  parts  were  cut  from  optically  pure,  single  crystal  J.iF  for  concur¬ 
rent  study.  The  crystals  were  cut  6  x  6  x  lOnn  and  polished  for  good 
optical  transmission  through  the  long  axis. 
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Samples  were  evaluated  using  the  main  frame  of  a  Beck,  in  DU  Spectro¬ 
photometer  as  a  monochromator.  A  high  pressure  deuterium  lamp  was 
used  to  provide  ultraviolet  radiations  and  a  high  intensity  mercury 
lamp  was  used  for  the  visible  1 ight  evaluations  of  the  long  fibers, 
hong  fibers  were  coupled  to  a  1/2-inch  diameter  phot omul t ipl ier  and 
oriented  into  t lie  light  beam  using  lab  jacks.  Irradiations  were  made 
using  unfiltered  200  KvP  x-rays. 

5.1  Evaluation  of  the  Coiled  Fiber 

The  coiled  fiber  was  evaluated  at  365,  436,  and  540  nin  in  order  to 
observe  the  absorption  maximum  for  the  M  centers  at  440  nm.  Because 
of  the  i r reproduc ib i 1  it y  of  the  positioning,  absolute  values  of  the 
measured  signals  scattered  badly.  Evaluation  of  the  data  were  per- 
fo  rmed  by  taking  t''e  ratio  of  the  436  nin  datum  to  the  365  and  540  nm 
data  alternately.  Table  5.1  shows  Lite  result  of  that  tabulation  for 
exposures  up  to  168,000  R.  No  detectable  absorption  was  observed. 

5.2  Evaluation  of  the  hong  Fiber 

In  a  similar  way,  the  7-inch  long  fiber  was  evaluated  for  the  M 
absorption.  While  the  absolute  value  of  the  transmitted  light  was 
approximately  10  times  that  for  the  coiled  sample,  no  absorption 
maximum  was  observed.  Data  were  somewhat  more  random  for  the  long 
fiber.  No  transmission  was  observed  for  either  fiber  at  the  wave¬ 
length  of  the  F  absorption,  240  nm,  presumably  because  of  the  fact 
that  the  photomultiplier,  necessary  to  detect  the  weak  light,  had  a 
glass  envelope. 

5.3  Evaluation  of  the  Single  Crystal  Sample 

The  single  crystal  sample  was  irradiated  using  200  KvP  x-rays  as  above 
and  evaluated  using  240  nm  light  detected  by  a  vacuum  photodiode 
having  a  quartz  window.  Figure  5.31  shows  the  value  of  the  observa¬ 
tions  plotted  as  a  function  of  exposure.  The  .ame  data,  converted  to 
optical  density,  are  shown  plotted  in  Figure  5.32.  The  data  demon¬ 
strate  the  principle  of  a  system  based  on  F  band  absorption. 

6.0  Elements  of  a 


6 . 1  Lamp 

A  miniature,  quartz,  flash  lamp,  similar  to  that  used  in  a  portable 
camera  flash  unit,  can  be  used  to  provide  strong  ultra-violet  illumi¬ 
nation.  Operation  at  the  minimum  energy  which  supports  a  pulse  pro¬ 
vides  sufficient  light  for  accurate  measurement.  For  example,  a 
simple  unit,  passed  through  the  Beckman  DU  spectrophotometer  produced 
a  10  millinmpere  pulse  at  the  detecting  vacuum  photodiode.  The  total 
charge  collected  in  the  pulse  was  2  x  1 0~®  coulombs. 


6 . 2  B_and_P nss  F  i  1 1  or 

High  rejection  ratios  are  conveniently  available  for  passing  240  mn 
light.  Values  of  the  FWHM  ranging  from  5  to  40  nm  are  available.  20 
nm  FWHM  is  a  reasonable  value  which  provides  near  inaxir.mm  density 
change  for  a  given  exposure  while  utilizing  the  light  produced 
e  f  f ic ient ly . 

6.3  LiF  Sample 

Pure  LiF  is  relatively  economical  to  produce  and  may  be  reproducibly 
grown  in  unlimited  quantities  for  this  purpose.  While  tests  have  been 
made  using  a  1  cm  path  length,  several  centimeters  could  he  used  in  a 
simple  instrument  and  multipass  geometries  can  be  envisioned. 

6.4  Light  Detector 

A  special  photovoltaic  silicon  photodiode  has  been  provided  Harshaw  by 
Hamamatsu,  a  Japanese  supplier  of  photomultipliers  and  silicon  de¬ 
vices.  The  diode  provides  a  signal  to  an  electrometer  10  times  as 
large  as  that  obtained  using  the  conventional  vacuum  photodiode.  The 
diode  requires  no  bias  voltage  and  lias  offset  currents  of  the  order  of 
10~H  amperes.  It  has  been  operated  in  the  temperature  range  of 
0  to  40°C.  Figure  6.4  shows  the  wavelength  dependence  of  the  response 
of  the  diode. 

7 . 0  Poss  ible  Block  Diagram  of  a  Working  System 

A  working  system  would  best  be  based  on  a  large  scale  integrated  cir¬ 
cuits  containing  logic  designed  specifically  for  the  task  so  as  to 
conserve  power  and  optimize  precision.  A  very  important  feature  of 
such  a  system  is  a  method  for  normalization  for  changes  in  lamp  power. 
A  convenient  method  is  to  move  the  sample,  operate  the  flash  lamp, 
return  the  sample  to  its  home  and  operate  the  lamp  again.  The  ratio 
of  the  two  signals  can  be  an  accurate  measure  of  the  absorbance  in  the 
sample  if  care  is  taken  to  design  the  lamp  trigger  for  maximum  stabil¬ 
ity.  In  practice,  the  sample  motion  could  be  linked  mechanically  to 
the  pushbutton  which  initiates  the  readout  cycle. 

A  system  incorporating  these  principles  is  shown  in  Figure  7.1. 

Motion  of  the  READ  pushbutton  is  sensed  by  optical  sensors  so  as  to 
initiate  a  first  lamp  pulse  as  the  switch  is  depressed.  During  this 
pulse  the  sample  is  out  of  the  beam  and  the  photodiode  is  irradiated 
directly  by  the  ultraviolet  light.  As  the  READ  pushbutton  is  re¬ 
leased,  a  second  light  pulse  is  initiated  by  the  controller.  This 
second  pulse  of  light  passes  through  the  LiF  detector.  Tn  each  case 
the  total  charge  in  the  photodiode  signal  is  integrated  in  a  single 
operational  amplifier  circuit  operated  with  negative  feedback  so  as  to 
achieve  linearity.  The  value  of  the  output  of  the  amplifier  is 
digitized  and  processed  in  the  arithmetic  unit.  The  amplifier  is 
conveniently  reset  by  a  leakage  resistor  which  provides  a  time  con¬ 
stant  of  the  order  of  1000  microseconds. 


Siir.nnary 

•A  workable  system  for  using  the  absorption  bands  of  LiF  in  a  dosimetry 
system  has  been  shown  to  be  feasible.  Small  extended  fibers  which 
readily  pass  ultraviolet  light  have  not  yet  been  produced.  While  some 
additional  effort  in  that  direction  would  seem  to  be  justified,  an  F 
band  system  based  on  optically  clear  single  crystal  material  would 
seem  to  provide  the  best  chance  of  succeeding  at  this  moment.  - 
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5.1.  Evaluation  of  M  band  absorption  in  an  oncapsula 
coiled  fiber.  Significant  darkening  was  not  ot 


